Radiographic pseudofracture of bipolar pacemaker wire.
We present a case in which the radiographic appearance of a bipolar pacing lead mimics a wire fracture. Recognition of this normal finding--due to lead construction--will help avoid erroneous diagnosis of wire fracture on chest x-ray films.